Slit-lamp-adapted ultra-high resolution OCT for imaging the posterior segment of the eye.
The purpose of this study was to determine the feasibility of a slit-lamp-adapted ultra-high resolution optical coherence tomography device with improved image resolution for imaging the retinal nerve fiber layer. The authors described the system configuration, build-up, and test results of a small sample of human subjects. The comparison with a commercially available device was also included.